For the first time an ab initio calibration for absolute Mg isotope ratios was carried out, without any a priori assumptions made. All quantities influencing the calibration such as purity of the enriched isotopes or liquid and solid densities were carefully analysed and their associated uncertainties were considered. A second unique aspect was the preparation of three sets of calibration solutions, which were applied to calibrate three multicollector ICPMS instruments by quantifying the correction factors for instrumental mass discrimination. 10 Those fully calibrated mass spectrometers were then used to determine the absolute Mg isotope ratios in three candidate European Reference Materials (ERM)-AE143, -AE144 and -AE145, with ERM-AE143 becoming the new primary isotopic reference material for absolute isotope ratio and delta measurements. The isotope amount ratios of ERM-AE143 are n( 25 Mg)/n( 24 Mg) = 0.126590 (20) mol/mol and n( 26 Mg)/n( 24 Mg) = 0.139362(43) mol/mol, with resulting isotope amount fractions of x( 24 Mg) = 0.789920(46) mol/mol, x( 25 Mg) = 0.099996(14) mol/mol and x( 26 Mg) = 0.110085(28) mol/mol and an atomic weight of A r (Mg) = 24.305017(73); all 15
Introduction
Measuring the isotopic composition of an element requires mass 25 spectrometry, and -due to the specifics of mass spectrometersalways requires calibration, e.g. using a suitable reference material, since mass spectrometers in principle do not provide absolute isotope ratios out of themselves. For most cases, it is sufficient that isotopic compositions or isotope ratios be 30 described in terms of the difference between the respective isotope ratio in a standard and the sample relative to the ratio in the standard; those relative values are known as "delta values"often expressed in per mil ("‰"). For most applications such as authenticity studies [1] , or geological surveys [2, 3] , such relative 35 values are sufficient. Whenever possible, however, the basis of isotope ratio measurements should be absolute isotope ratios which are invariant in space and time and which are expressed by the international system of units, SI. Measuring absolute isotopic compositions, however, requires the 40 calibration of the mass spectrometer by primary isotope reference materials, which in turn requires the certification of such a material. Since mass spectrometers suffer from a number of effects that influence their absolute sensitivity, the isotopic composition is usually measured and described in terms of ratios 45 of signals of two isotopes, since those ratios are typically more stable than one signal alone, and thus is more meaningful in dayto-day comparison. In ICP instruments the instability of the plasma ionization source results in large signal variations; as a result, measuring isotope signals on one detector and switching 50 between isotopes in the measurement sequence can result in large bias and uncertainties. To overcome these drawbacks the isotopes are measured simultaneously using two or more Faraday cups (collectors); this allows to remove the influence of plasma intensity fluctuations since all signals are measured at the same 55 time, and are thus influenced by the same variation. The typical mass spectrometers used for experimental determinations of the isotopic composition are thus multicollector instruments (TIMS and ICPMS); but as any other mass spectrometer they suffer from a number of bias effects that result 60 in a varying skew of isotopic signal ratios measured over the mass range; until today, it is impossible to describe this skew with sufficient detail that would allow to model, to accurately predict and thus to correct the value for a specific isotope. Consequently, it is until today impossible to transfer the immediately neighbours a calibrated isotope. Thus, the relative instrumental response needs to be calibrated for all simultaneously collected ion beams. For elements of multiple stable isotopes, a number of isotope ratios need to be calibrated for. This requires a complex measurement strategy, in which the sample(s) are compared with the standards (calibration solutions); time-dependent instabilities of the 10 instruments can quickly impact the accuracy of the calibration in this case, since adequate sequences can easily last a number of hours. Since isotopically enriched samples are used in this sequence, changes of blank values can influence the overall results significantly, and further complicate the sequences. The 15 full requirements of such an absolute calibration, and the basic measurement concept used in this case (the synthetic isotope calibration approach by Alfred O. C. Nier [5] ) have been described in more details in a prior publication [4] . Alternatively, measuring delta values is much simpler, since it 20 usually only requires comparing intensity ratios with respect to a standard, which is usually a natural sample with no isotopic enrichment (thus not resulting in significant changes of the blank values due to isotopic enriched samples). Since the sample can be completely characterized in just one measurement (using the 25 known bracketing approach [6] ) -instead of measuring a number of standards for each relevant isotope ratio (as in the case of absolute calibration) -such measurements are usually easier conducted, and do not suffer from the same type of signal drifts and instrument instabilities. However, absolute values can only 30 be obtained from delta values if the standard has been characterized with respect to its absolute isotopic compositionwhich most standards have not been. Consequently, such measurements are not an option in themselves to determine absolute isotopic compositions. 35 In this work, we want to characterize three candidates for a new absolute isotope reference material, which can then be used to determine absolute isotope ratios and delta values as well. Since we need to perform an absolute calibration, we need to conduct complex mass spectrometric sequences on a multi-collector 40 ICPMS instrument. Magnesium, which consists of three stable isotopes, 24 Mg, 25 Mg and 26 Mg, has been chosen as target element due to the following three reasons: 1) the inhomogeneity of the primary Mg isotope reference material NIST SRM 980 [7] , 2) the lack of suitable isotope reference materials and 3) the increasing 45 number of Mg isotope ratio measurements [4] . Suitable calibration solutions with uncertainties low enough to enable the certification of natural standards with uncertainties at least equal to or better than the ones currently available have been prepared in a prior project, which are described in [4] . The calibration 50 concept is shown in Fig. 1 .
In this work, we have used those calibration solutions to calibrate three mass spectrometers in three institutes, and to determine the absolute isotopic composition in three candidates. The three partner laboratories were given much freedom to devise their own 55 protocol for the measurement sequences, in light of the abovementioned issues in their design; also the data pre-processing (blank subtractions etc.) was conducted in the three labs. Finally, the data evaluation has been conducted in a centralized manner, using an analytical approach, and a complete uncertainty budget - 60 which uses the uncertainties of the calibration solutions as well as the standard uncertainties of the measurements from this project as input values. The final expanded uncertainty of an isotope reference material mainly depends on the homogeneity, the stability and the characterization measurements. Since we provide 65 mono-elemental solutions homogeneity and stability issues can be solved easily [8, 9] , and only the characterization measurements remain a source of uncertainty, which in turn depend on the isotope ratio repeatability of the selected mass spectrometer and the uncertainty of the calibration. The isotope 70 ratio repeatability of the chosen MC-ICPMS Neptune (Plus) is better than 0.01 % for Mg isotope ratio measurements, as own previous tests showed. The uncertainty of the calibration only derives from the uncertainty introduced during the preparation of the isotope mixtures used for calibration, for which relative 75 expanded uncertainties of better than 0.007 % have been determined in the preceding project [4] . Putting the uncertainties for the calibration solutions and the isotope ratio measurements together, the project's target uncertainty of < 0.05 % (relative, k = 2) for the magnesium isotope reference material were 80 considered to be achievable. 
Methods, Instrumentation, and Software

Uncertainty Budgets
Basic Laboratory Equipment, and Practices
The basics about labware and handling protocols are the same as in the preceding project on the preparation of the calibration solutions, and all steps are described in detail in [4]. 5 The basic features of our experimental approach are summarized as follows: the use of analytical grade chemicals; acids are further purified by a two-stage sub-boiling distillation. Ultra-pure water is being used (Milli-Q). All substances and liquids are being stored in low-particulate fluoropolymer (PFA or FEP) containers 10 (Nalgene, Savillex and Sanplatec); a dedicated cleaning protocol is being used for those containers. For most solutions in this project, newly purchased containers have been obtained; the only exception being dilute acids, where in some cases, laboratory containers have been used that are only used for this ultra-pure 15 acid. Except for the finishing (final dilution) of measurement solutions, all procedures are conducted gravimetrically; this includes the digestion and dilution of candidates, and the preparation of acids.
Weighings are of utmost significance to the success of the current 20 project, and extreme care has been taken to conduct weighings to obtain correct weighing results. Details about weighing protocols, hardware, calibrations/uncertainties and buoyancy correction are described in the previous publication; the same protocols and instrumentation have been applied in the present work, with the 25 exception of the weighings of the candidates ERM-AE-143 and -AE144 (see below), for which the balance Mettler Toledo UMT-5 was used (also at BAM). This balance is very similar to balance UMT-2 (used in the previous part), and is also calibrated the same way, including a certified calibration protocol based on 30 OIML class E2 weights. Unlike the prior project part, the quality of the candidate solutions prepared in this second part is not of the same significance for the uncertainties of the end result as the quality of the calibration solutions prepared in the first part. The 35 solutions in this second part, however, have still been prepared with the same care. For digestion and dilution the acids from the first project (0.06 g/g HNO 3 , 0.02 g/g HNO 3 in the 5 L batch) were used. 40 The calibration solutions were delivered to the partner labs as solutions with w(Mg) = 20 mg/kg (approximately 10 mg/kg of each of the two isotopes per solution). The candidate solutions were delivered as 2 mg/kg dilutions of the parent solutions. All solutions were prepared at 0.02 g/g HNO 3 .
Dilutions for Measurement
45
The measurement solutions were then distributed to the partner labs in cleaned PFA containers. The acid used for diluting the stock solutions down to the measurement concentration were newly prepared volumetrically from ultra-pure acids. Aliquots of the acid used for dilution were sent to the partner lab for blank 50 measurement. In the case of BAM (the coordinating lab in this case), the same acid was used for the preparation of the candidate dilutions, and for the dilution of the calibration solutions. This acid, thus, is also used for the blank measurements at BAM. All characteristics of the acids used in this project such as the 55 magnesium blank and density are listed in [4].
Selection and Handling of Candidate Materials
Three natural magnesium samples were selected as candidates for the to-be-delivered Mg absolute isotope reference materials, where ERM is a registered trademark and stands for European 60 Reference Material, "A" denotes a non-matrix material and "E" an isotope material. An overview is given in Table 1 .
Natural Magnesium, Compact Form, High-Purity, for candidate ERM-AE143
The first material chosen for the project was a compact 65 magnesium material from Alfa Aesar ("Mg Rod"), purity as stated: 99.8 % (metals basis), LOT: G27R008; approx. 3 cm diameter, 30 cm length. The material was characterized in the EMRP project SIB09 [12] at BAM, and is also used for the primary pure substances 70 program [13] . Thus, purity information about the material is available. 15 rods were obtained for the primary pure substances program; an aliquot of approx. 3 g of this material was used for this project; it was cut using water jet cutting to a size of approx. 2.5 cm × 0.75 cm × 0.5 cm (m ≈ 2.16 g), and then further purified 75 by a standard magnesium etching process (see below). The magnesium material was etched using a published protocol [14] ("Magnesium, chemical polishing", procedure CP2). The etching solution was composed of 50 mL ethanol (absolute, p.A., Merck KGaA), 6 mL hydrochloric acid (0.32 g/g, "S.G.", Thermo 80 Fisher), and 4 mL nitric acid (0.65 g/g, "anal. Reag. Grade", Thermo Fisher). The sample was etched in this solution for 30 s, then cleaned with ultra-pure water (rinsing, six times), finally soaked in pure ethanol (same as above), and then dried. This material was weighed in (the following day) for preparation of 85 the candidate stock solution. 
Natural Magnesium, Small Form, for candidate ERM-
90
AE144
The second material was used in the prior part of the project [4] as test material to develop the sublimation protocol for the isotopically enriched Mg materials. During this course, the purity of this material was well established based on analytical results 95 (ICPMS and GDMS). The material is sourced from Alfa Aesar, "Magnesium, turnings, 99+%" (order number L08120, 100 g), LOT 10146809. The material comes in the form of turnings with visible surface traces of the cutting tool. The material has a perceivably dull surface, indicating oxidation. 100 This material was not etched, instead it was fed into the parent solution as-is.
Natural Magnesium, Ultra-Purified, for candidate ERM-AE145
The third sample was prepared using high-vacuum sublimation in our own lab from approx. 184 mg of the starting material (Mg turnings, see 2.2.2) in two rounds under typical conditions (approx. 520 °C sublimation temperature inside crucible, see previous paper), yielding approx. 178 mg of purified material. 5 The whole material was used for preparing the parent solution without etching.
Mass Spectrometer and Auxiliary Instrumentation
Measurements in this project were conducted at one National Metrology Institute (PTB, Braunschweig, Germany) and two 10 Designated Institutes (LGC, Teddington, United Kingdom and BAM, Berlin, Germany). Three individual researchers or teams were responsible for the task of calibrating their individual instrument using calibration solutions prepared in a prior project (see section 2.5), and measure the isotopic composition of the 15 three candidates (section 2.3). 
Instruments
The same type of instrument has been used in all three labs -Thermo Fisher Scientific Neptune, or its most recent make, 25 Neptune Plus, which is equipped with a jet interface. The configuration and the measurement parameters of the individual instruments are given in Table 2 .
Data Evaluation
Data Evaluation was based on analytical solutions of the 30 calibration problem. Here, we are faced with a catch-22 situation, since we need to determine both the isotopic composition of the enriched isotopes (from which the calibration solutions were made), and the isotopic composition of the candidates, from the same experiment. Determining the composition of the starting 35 materials (from which the calibration solutions were made) requires a calibrated instrument -but calibration cannot be completed before this information is known. Luckily, this problem can be solved when the situation is described in terms of the accompanying (side) information, which is given in the way 40 how the calibration solutions were prepared (gravimetric data), and the MS signal ratios measured in the calibration mixtures and starting materials. Those input values are connected through a number of equations, and despite the seeming catch-22 situation, it turns out that this system of coupled equations is actually over-45 determined, and can be solved with respect to all unknowns; in fact, a number of independent solutions exist for this problem. This allows to set up an uncertainty budget, and to determine the uncertainty from a propagation of uncertainties. Since uncertainty propagation is applied -and since the evaluation is based on 50 experimental data that is afflicted by experimental uncertainty (such as experimental scatter, and other causes), the evaluation based on those equations results in solutions of varying degrees of uncertainty. Some of those solutions have much lower relative uncertainties than others (based on the fact that some 55 mathematically equivalent solutions to the underlying problem make use of experimental signals that are small -e.g., measuring the signal of 26 Mg in a binary solution of mainly 24 Mg and 25 Mg). Thus, the solutions with the lowest uncertainties are selected; those, it turns out, can be easily determined based on the 60 uncertainty budget [4, 15].
Calibration Solutions
Binary calibration mixtures for Mg isotope ratios have been prepared by gravimetric mixing with utmost care in the preceding project [4] . The basic approach and relevant properties of those 65 calibration solutions and their preparation are repeated here for easy reference. Those solutions have been prepared, starting from the three enriched magnesium materials, which were commercially available samples delivered by Oak Ridge National Laboratories 70 (ORNL); these materials were carefully purified using high vacuum sublimation, to remove non-metallic impurities together with a large amount of metallic impurities; after the last sublimation cycle, the enriched materials were carefully weighed to establish the initial mass as the important input parameter 75 (approx. 180 mg per enriched material). At this point, however, this mass still contains contributions from chemical impurities; thus, the chemical purity of the materials needs to be established. Additionally, since those enriched materials have non-infinite enrichments, the actual masses of the three magnesium isotopes in each commercial sample of enriched isotope cannot yet be delivered (since the sublimation alters the isotopic enrichment, and since the data delivered by ORNL are not accurate enough for the analysis). Consequently, the isotopic enrichments in those purified, enriched materials need to be determined retroactively. 5 Chemical purity was determined in the previous project, but isotopic enrichment still needs to be determined in the context of the current work (based on calibrated mass spectrometric measurement, as described in the introduction). After weighing, the purified, enriched materials have then been 10 dissolved in nitric acid under full gravimetric control to form parent stock solutions with a mass fraction of magnesium of approx. 1000 mg/kg in 0.02 g/g HNO 3 . Based on the completely known input data to calculate the mass fractions, an uncertainty budget for the mass fraction can be set up. Table 3 Masses and associated expanded uncertainties (k = 2) of enriched magnesium materials in all binary calibration mixtures.
" 24 Mg" " 25 Mg" " 26 For all three parent stock solutions (for the three isotopically enriched materials " 24 Mg", " 25 Mg", and " 26 Mg"), the relative 20 expanded uncertainties (k = 2) of the magnesium mass fractions were equal to or better than 0.0055 %, and were mainly controlled by the uncertainties of the weighing results and the purities of the isotopically enriched materials. The parent solutions were kept under close weight control to allow later use 25 for new preparations. Those parent stock solutions also formed the basis for the determinations of the chemical purity of the enriched isotopes. External calibration ICPMS analysis of 73 elements, and IDMS analysis for the most abundant impurity (zinc) has been conducted to determine the purity with an 30 uncertainty between 0.0021 % (" 24 Mg") and 0.0040 % (" 26 Mg", both values for k = 2). The parent solutions were then diluted gravimetrically to create intermediate dilutions at the 100 mg/kg mass fraction level. Finally, two of these intermediate solutions were combined into 35 one binary mixture in each case; for this purpose, 10 g of each solution were taken, combined with 10 g of the other solution, and then filled up to 100 g, resulting in a binary mixture of two differently enriched materials with a total Mg mass fraction of 20 mg/kg (≈ 10 mg/kg of each of the two main isotopes); the 40 mixing ratio is approx. 1:1. Three combinations ("25"+"24", "26"+"24", and "25"+"26") have been created, and each of those combinations was created three times (starting from the same intermediate dilutions). Note that the exact isotopic enrichment of the Mg materials from which those solution have been created is 45 not yet known; in fact, although each solution of those binary mixtures was created from only two solutions, each solution (and thus each mixture) will actually contain each of the three Mg isotopes -albeit at ratios far from the natural composition; the isotopic enrichments were reported by ORNL to be between 97 % 50 and above 99 %; thus, for example the solution "25"+"26" can be expected to also contain a few per mil to a few per cent of 24 Mg. Again, since dilution and mixing were also conducted under strict gravimetric control, the composition (mass fractions) of the binary mixtures can be precisely calculated (except for the fact 55 that the isotopic composition cannot yet be stated). The dilution and mixing approach was very carefully designed to ensure that it did not introduce any additional uncertainty into the calibration solutions. Thus, the relative uncertainty of the mass fractions in the binary mixtures is, still, ≤ 0.0056 % (equals to those of the 60 parent stock solutions). The uncertainty of the mass-based isotope ratio, which is calculated from the ratio of the individual masses of the isotopically enriched materials, is ≤ 0.007 %. This mixing approach, is the result of an optimization; a first mixing setup had been created and measured, and has (after the 65 uncertainty evaluation of the measurement) been adjusted. 
Results
Preparation of Candidate Solutions. Chemical Analysis
Commercial Candidate Samples
80
The two samples of commercial grade magnesium, candidate ERM-AE143 and candidate ERM-AE144 were weighed (approx. 2 g setup size) and transformed into 2 L (2 kg) of 1000 mg/kg parent solutions. Setup calculations are contained in Table S1 .
Ultra-Purified Magnesium Sample
85
The ultra-purified sample has a lower mass, due to the limitations of the sublimation technique. It was primarily dissolved mainly for the two following reasons: 1. To act as a dissolution test for the enriched Mg materials. 2. To act as a well-defined standard solution for the 90 pycnometric determination of the dependence of densities of Mg solutions and their Mg and HNO 3 mass fractions. As a consequence of 2, a relatively high-concentrated solution of candidate ERM-AE145 was initially prepared (≈ 2000 mg/kg) with an HNO 3 mass fraction of 0.015 g/g, and then later 95 transformed into a number of solutions with lower Mg mass fractions (1000 mg/kg, 10 mg/kg and 2 mg/kg), but at 0.02 g/g HNO 3 .
Dissolution and Preparation of Measurement Dilutions
The initial solutions of the three candidates were created as 100 shown in Table S1 ; candidate ERM-AE143 and -AE144 were each prepared as 2 kg of solution at a mass fraction of 1000 mg/kg of Mg (0.02 g/g HNO 3 ) , and candidate ERM-AE145 was prepared as solution of 2000 mg/kg in 0.015 g/g HNO 3 .
Later, the candidates ERM-AE143 and -AE144 were diluted 105 gravimetrically for the MS measurements to yield measurement
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Mass Spectrometric Measurements and Data Handling
General Design
Three laboratories have obtained the calibration solutions and the solutions of the candidate materials, and have independently designed their experimental setup, data evaluation tools and thereby designed measurement sequences, in which all samples to 10 conduct the calibration and measurement were measured together; such a sequence requires measurements of blanks, calibration solutions, enriched isotope materials from which the calibration mixtures were prepared to retroactively determine their isotopic enrichments, and the IRM candidates. Each partner 15 laboratory was responsible for measuring repeatedly until a sufficient degree of repeatability was reached, and could be compared with uncertainties calculated based on the GUM budget. The partner laboratories were as well responsible to check for 25 potential interferences (Table 4) . Although pure magnesium solutions in dilute nitric acids were to be measured and no typical matrix based interferences are to be expected, minor abundant molecular interferences such as 24 Mg 1 H needed to be checked for their absence or being below a certain threshold. This threshold 30 of course is defined by the typical repeatability of the applied mass spectrometers and is < 10 -4 relative.
Since three sets of calibration solutions exist (labelled with the suffixes "-1b", "-2b" and "-3b"), which allow independent calibrations, each lab was responsible to conduct independent 35 calibration sequences using each of those three setups. The laboratories were also independently responsible for data treatment up to the point where each experimental sequence was fully described in terms of isotope signal ratios for the isotope ratios n( 25 Mg)/n( 24 Mg) and n( 26 Mg)/n( 24 Mg) for each of the 40 components of the measurement: a) each of the three calibration mixtures in the set used "24"+"25", "24"+"26" and "25"+"26"; b) the enriched materials "24Mg", "25Mg" and "26Mg" and c) the three IRM candidates; those values were to be associated with the standard uncertainties of the measurements based on the intra-45 sequence scatter of data on which the ratio ("R value") is based. Those ratios were then evaluated to obtain the calibration factors, and the isotopic composition of the candidates from those.
Measurements at BAM
At BAM, we have used a setup and experimental conditions as 50 described in which was always at the blank level of 27 Al. The mean hydride formation calculated from 3 measurements is < 4·10 -6 ; using the highest intensity measured for a single run as a worst case scenario, the formation is still < 1·10 -5 and thus negligible in this case. 70 In addition, also the whole sequence ( Fig. 2) has been run as a pre-test to optimize its setup: 1. The sequence started with a rinse cycle, 2. Followed by a blank measurement, 3. And finally, the sample; 75 4. After each sample, the system was rinsed again, followed by the next blank measurement. 5. Each sample was measured five times, only interrupted by rinse and blank measurements. The pre-test sequences have specifically shown that: 80 1. Blank intensity has been found to rise significantly during the sequence, particularly when isotopically enriched material is introduced. This is shown in Fig. 3 for the 24 Mg signal over the course of an actual measurement sequence. As a consequence of the blank build-up, the actual measurement sequences were set up such that they start from materials with natural isotopic composition, moving to the three calibration 5 mixtures with isotope ratios close to 1, and then finally end with the three isotopically enriched materials with isotope ratios > 50.
To allow correction for the drift in the mass discrimination, a standard prepared from a natural magnesium sample was measured before and after each block of five identical samples; 10 also, this standard was measured five times at the beginning of the sequence to establish a reference value for normalization. Fig. 3 Blank values for 24 Mg over the course of the described sequence (sequence "1b-3", BAM). 15 The result of all pre-tests is a sequence with the following basic structure ( Fig. 2 ): 1. Measure drift standard 5 times. 2. Measure three candidates, each in a block of 5 individual measurements, with one measurement of the drift 20 standard in between those blocks; sequence of blocks: ERM-AE145, ERM-AE144, ERM-AE143. 3. Measure the three calibration solutions, each in a block of 5 individual measurements, with two measurements of the drift standard in between those blocks; sequence 25 "24"+"25", "25"+"26", "24"+"26", 4. Measure the three enriched starting materials, each in a block of 5 individual measurements, with two measurements of the drift standard in between those blocks; sequence " 24 Mg", " 25 Mg"," 26 Mg". 30 5. Drift standard again. 6. Cleaning cycles (rinsing step of ≈ 1 h). This sequence consists of 199 individual runs in total and takes about 14 h to complete. After each sequence, the system was rinsed. Nevertheless, the first blank for 24 Mg of each sequence 35 increased from below 1 mV before the first sequence to 7 mV in the last sequence. Fig. 3 shows the development of the 24 Mg blank intensity over the course of the actual sequence "1b-3" at BAM. It is apparent that the blank value first rises due to the contact of the system with natural Mg with a mass fraction of 40 1 mg/kg. As soon as enriched materials are introduced, the blank is affected pronouncedly; the first solution, "24"+"25" (run #72), which actually has a lower 24 Mg abundance than natural Mg, cause a drop in the 24 Mg blank; this mixture is followed by two 45 measurements of the natural Mg drift standard (run #87 and 90), which makes the blank value return to previous levels. The next mixture, "25"+"26" (starting at run #93), contains only trace amounts of 24 Mg, and thus actually lets the 24 Mg level drop almost towards its initial value; but the levels return with the 50 measurement of the next drift standard (run #108 and 111). Then, when solution "24"+"26" is admitted (first at run #114), the blank drops again slightly -again because this binary mixture actually contains less 24 Mg than natural Mg. After the following drift standard (#129 and 132), the solution of enriched " 24 Mg" material 55 is admitted (run #135) leading to an increase in the 24 Mg blank. The following two drift standards (run #150 and 153) bring the 24 Mg blank down a bit, which further proceeds with the enriched materials " 25 Mg" and " 26 Mg". The measurement of drift standards in between (run #171 and 174) always lead to an 60 increase of the blank levels. Note that, each effect in the blank development which is visible for a specific run number is caused by a sample whose run number always is lower by 2. Fig. 4 exhibits the signal ratio of U( 25 Mg)/U( 24 Mg), measured from the drift standard, again for the same sequence ("1b-3") that 65 was already discussed in the previous description of the blank values. Note that the values shown are based on outlier-corrected data, and after blank correction. The resulting drift in the measured isotope ratio shows a drift in the instrumental mass discrimination, which presumably is due to drift in the ambient 70 conditions of the MC-ICPMS (drift in temperature, exhaust flow etc.). The drift shown in Fig. 4 is one of the largest, but also one of the steadiest drifts we have observed. All raw data have been corrected for their sequence specific drifts using the drift standard measurements, and normalizing to the five measurements of the 75 drift standard performed in the beginning of each sequence (run #3, 6, 9, 12, 15 ).
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Data Preparation
For evaluation, all those data must be transferred into a set of 5 signal ratios and standard uncertainties, which can be directly fed into the evaluation equations; all other corrections (blank corrections and drift normalizations) must have been applied before. At BAM, we have corrected the raw data in the following way, and obtained the required ratios as follows: 10 1. Raw data were corrected for outliers (based on 2x standard deviation); this typically deletes a number of the individual cycles measured for each sample (each run). Each sample was measured with 50 cycles, and outlier corrections typically removed 0 to 8 cycles per run. 15 2. The outlier-corrected data for the blank measurements are collected, and the blank values before and after each sample run are averaged. Since those drift standards were always measured right before and right after each sample (with only the rinse cycle, which immediately followed 20 the sample run), the blank values are good local indications for the change of blank value, and the average is considered a good measure (no further interpolations were done for this correction). Those average values for the preceding and following blank are then subtracted 25 from each individual measurement cycle of the sample run; finally, another outlier test is conducted with the blank-corrected data, and the resulting averages and standard deviations are collected as the blank-corrected values for the run. Signal ratios are calculated from those 30 values; all following evaluations occur only based on the signal ratios; absolute signals are not considered further. 3. For each sample (all measured in a sequence), there exists one measurement of a drift standard right before and right after the block of sample runs. Those two measurements 35 of the drift standard are collected. Since a number of sample runs (5 sample runs) lie in between the preceding and following drift standard measurements, and the individual run (that is to be corrected) is not necessarily in the centre between the two drift standard 40 measurements, the drift standard was explicitly interpolated from the two adjacent measurements individually for each sample run. Then, the sample's values for the measured signal ratios were multiplied with the respective value of the drift standard (as measured at 45 the beginning of the overall sequence, five times; this is the standard value for the drift normalization), and then this product was divided by the linearily interpolated (local) drift standard, which leads to normalization, and thereby removal of the drift. (1) Table 5 Prepared data obtained in one measurement sequence (BAM, 60 sequence 3 using calibration solutions "24"+"25"-1b, "24"+"26"-1b and "25"+"26"-1b), and associated standard uncertainties u (k = 1) -ready for evaluation. All data: N = 5.
Experimental signal ratios and standard uncertainties Sample
0.1593391 0.0000010 ERM-AE144 a 0.13552057 0.00000067 0.15929665 0.00000085 ERM-AE143 a 0.1356328 0.0000020 0.1595551 0.0000028 "24"+"25"-1b 1.010347 0.000020 0.00371989 0.0000036 "25"+"26"-1b 46.4490 0.0043 51.2936 0.0048 "24"+"26"-1b 0.0022720 0.0000011 1.023272 0.000019 " 24 Mg" 0.0008418 0.0000015 0.0007537 0.0000018 " 25 Mg" 57.0117 0.0074 0.168842 0.000018 " 26 Mg" 0.38688 0.00025 274.36 0.15 a candidate reference materials. 65 In the electronic supplement (ES), Table S2 collects values for the signal intensities and signal ratios after blank correction for the test sequence (Sequence "1b-3", BAM). Table S3 (ES) collects the signal ratios after drift correction of the data contained in Table S2 (ES). 70 Finally, Table 5 compiles the averages and standard uncertainties for the data compiled in Table S3 ; this data is later used in the evaluation (see section 3.3) to determine the K-factors, which were used to evaluate the isotopic composition of the IRM candidates based on those data in section 3.4. 75 
Measurements at PTB
The measurements at PTB were done according to Table 2 and Fig. 2 . Before each sample measurement (as described in Fig. 2 ) a blank, containing the acid that was used for the digestion, dilution and mixing of the calibration solutions as well as the candidate 80 materials, was measured to subtract this value from the sample value. The rinsing solution was also HNO 3 (0.02 g/g). The electronic baseline was measured once for 30 s prior to every first block. Rinse time was 30 s after every blank and 240 s prior to every blank. Take-up times of 25 s (plus 10 s settling time and 30 85 s baseline measurement) were applied prior to every blank and sample. The sequence consists of the following basic structure:
1. Measure three isotopically enriched materials (" 24 Mg", " 25 Mg", and " 26 Mg") one after another and repeat this sequence twice, which results in three individual 90 measurements for each isotopically enriched material. 2. Measure three calibration solutions (" 26 Mg" + " 24 Mg", " 25 Mg" + " 24 Mg", and " 25 Mg" + " 26 Mg") one after another and repeat this sequence twice, which also results in three individual measurements for each calibration solution. 95 3. Measure the three candidates (ERM-AE145, ERM-AE144, ERM-AE143), one after another and repeat this sequence twice. 4. Then, repeat the measurement of the three candidates three times in reversed order (ERM-AE143, ERM-AE144, ERM-100 AE145), which results in six individual measurements for each candidate. 5. Measure the three calibration solutions again three times in reversed order (" 25 Mg" + " 26 Mg", " 25 Mg" + " 24 Mg", and " 26 Mg" + " 24 Mg"), which gives in sum six individual measurements for each calibration solution. 6. Finally, measure the three isotopically enriched materials again three times in reversed order (" 26 Mg", " 25 Mg", and " 24 Mg"), which also gives in sum six individual 5 measurements for each isotopically enriched material. This kind of sequence consists of 109 individual measurements in total and takes about 21 h. During the sequence the blank shows variations in the intensities for 24 Mg, 25 Mg, and 26 Mg. 24 Mg increases from a minimum value of 0.08 mV to a maximum of 10 8 mV, 25 Mg increases from a minimum of 0.02 mV to a maximum of 5 mV, and 26 Mg increase from a minimum of 0.2 mV to 5 mV. Although, the average blank intensity of 24 Mg is higher than for 25 Mg and 26 Mg, 25 Mg and 26 Mg are much more influenced by a high background, as the samples show a much 15 lower natural abundance in these isotopes. An internal drift correction was applied by a step-wise normalization of repeated measurements and combining these normalized data in a quadratic polynomial covering the whole sequence, this way making use of the complete data set without 20 the need to include additional (time-consuming) measurements of a drift-standard.
Measurements at LGC
Mg isotope ratios were measured by multi-collector ICPMS (Neptune, Thermo Fisher Scientific, Bremen, Germany). Samples 25 were introduced into the plasma by self-aspiration via a stable introduction system consisting of a peristaltic pump, a microconcentric PFA nebuliser, and a tandem quartz spray chamber arrangement ( Table 2) . 24 Mg + , 25 Mg + , and 26 Mg + ions were collected by Faraday cups L3, Axial and H3, respectively. The 30 analyses were conducted in low mass resolution and in static mode. Amplifier gain calibration was performed at the beginning of each measurement session. Operating conditions for the instrument are shown in Table 2 . Instrumental blank was measured before and after each sample and the average intensities 35 of 24 Mg + , 25 Mg + and 26 Mg + for these two measurements were subtracted from the sample. It was verified in the on-line scan window that a signal from preceding sample had dropped to a blank level before starting next measurement. Electronic (detector) background was not measured with each sample. A 3s 40 outlier filter was used in data collection based on the isotope ratios. Mg isotope ratio measurements can be affected by background spectral interferences originating from hydrogen, carbon, nitrogen and oxygen. These interferences are shown in Table 5 . As seen 50 from this table, doubly charged ions of magnesium combined with carbon can form spectral interferences on all Mg isotopes. In order to ensure interference-free measurements we have opted for a strategy which involves measurements using so-called cool plasma conditions, i.e., measurements with RF power setting set 55 at lower values than normally used. Measurement under cool plasma conditions is a known means of reducing formation of doubly charged ions due to the fact that temperature of the plasma is somewhat lowered. Choi et al. [19] studied background interferences at m/z of 24, 25 and 26, originating from hydrogen, 60 carbon, nitrogen and oxygen -the elements with high ionisation potential -and found that their relative contributions to signals of Mg isotopes were lower in MC-ICPMS measurements under cool plasma conditions. A criterion of interference-free measurements of Mg isotope 65 ratios can be an agreement between theoretical and experimentally obtained slope in a plot of δ`2 5/24 Mg versus δ`2 6/24 Mg, constructed according to the approach described in [20] [21] [22] . In test measurements, we measured Mg isotope ratios of the LGC 70 in-house Mg concentration standard and the IRMM-009 reference material relative to each other using a RF power of 950 W and 1150 W; without changing other instrumental parameters. Weighted linear regressions through the data points yielded a slope of 0.5173 ± 0.0038 for Mg isotope ratio measurements 75 under RF power of 950 W and a slope of 0.5224 ± 0.0018 for the measurements under RF power of 1150 W (Fig. 5 ). ). It is worth noting that linear regression through the data set comprising lesser data points, namely the data points of LGC in-house standard relative to IRMM-009 standard, yielded very similar 80 figures with slightly larger uncertainty of 0.5232 ± 0.0037 and 0.518 ± 0.008 for the measurements under hot and cool plasma, respectively. Theoretical slopes expected for mass fractionation in a plot of δ`2 5/24 Mg vs δ`2 6/24 Mg are 0.5110 and 0.5210 for kinetic and equilibrium mass dependent fractionation, 85 respectively, with uncertainties in the range of 10 -7 . As seen from these data, although Mg isotope ratio measurements both under cool and normal plasma conditions return slopes which agree with theoretical mass fractionation values within uncertainty range, it is the measurements under cool plasma conditions that are characterised by a better match with the above criterion of interference-free measurements. Table 5 contains example values measured in one sequence at BAM (third sequence using the calibration solutions "24"+"25"-5 1b, "24"+"26"-1b and "25"+"26"-1b), and treated using the described data preparation method. Such values and their associated uncertainties are fed into the data evaluation described in the following. 
Summary
Determination of K-Factors and Uncertainty Budget
Atomic Weights of the enriched Mg materials
Since the signal in the mass spectrometer is directly proportional to the number density of the isotopes in the ion beams (with a sensitivity factor), we need to transfer the masses (and mass ratios) of isotopes in the calibration solutions into ratios of 15 amounts of substance of the isotopes (amount ratios) during the evaluation. For this purpose, we need to use the isotopes' molar mass. Luckily, those values are very accurately known based on Penning trap mass spectrometry and γ-ray energy measurements as a result of neutron capture experiments [23] . Those data are 20 listed regularly under the label Atomic Mass Evaluation (AME) [23, 24] and are adopted in several books and publications [16, 25, 26] . Table 6 lists the values which have been published between 1997 and 2012 and which are based on the AME1995 and AME2012. 25 [24] d Atomic mass evaluation 2012 [24] It is obvious that the atomic masses, which actually are relative 35 atomic mass numbers, do only change in the 7 th or 8 th decimal place from 1995 to 2012. The Commission on Isotopic Abundances and Atomic Weights (CIAAW) of the International Union of Pure and Applied Chemistry (IUPAC) adopts the regularly published AME data, while enlarging the expanded 40 uncertainty by using a coverage factor of k = 6 and recommends the resulting data for further use in isotope analysis. The AME 2012 data, printed in bold letters in Table 6 , are currently the most recent and most precise data and therefore are used within this project. According to the currently valid definitions of the 45 International Systems of Units (SI) the molar mass of a particle X is obtained from its relative atomic mass A r (X) by the following equation [28] :
With M u being the Molar Mass Constant with its exact value of 50 1·10 -3 kg/mol. Thus the relative atomic masses can be directly converted into the molar masses without changing their values and uncertainties.
Atomic Weight of Mg
The atomic weight of Mg is calculated from the atomic weight of 55 the isotopes and their respective isotope amount fractions (or isotope abundances) following Eqn. 3:
The atomic weights of all elements is regularly reviewed by the Commission on Isotope Abundances and Atomic Weights 60 (CIAAW) of the International Union of Pure and Applied Chemistry (IUPAC) [29] . The published work on absolute isotope ratio measurements is assessed for each element and from this the so-called best measurements in a single terrestrial source and the standard atomic weight of the elements are selected and 65 calculated. In the case of Mg no standard atomic weight is provided anymore, but an interval, in order "to emphasize the fact that the atomic weight of Mg is not a constant of nature, but depends on the source of material" [30]. This is caused by the natural isotopic variations which are large enough that a 70 substantial part of the terrestrial samples are outside the uncertainty interval of the previous standard atomic weight. Therefore, the atomic weight of Mg has to be selected from the diagram showing the Site-specific Natural Isotope Fractionation (SNIF diagram) [30] depending on the nature of the material or it 75 has to be determined, when more accurate data are required. The resulting atomic weight of Mg can be converted in to the molar mass as described above by applying Eqn. 2.
Determination of K-Factors
Alternatively, Eqn. 3 can be modified to form Eqn. 4. The molar 80 mass (M) of any element (E) is then calculated accordingly from the molar masses (M( i E)) of the isotopes of this element and their respective amount-of-substance fractions (x( i E)):
The amount-of-substance fractions result from the isotope ratios 85 R i as described in Eqns. 5: In Eqn. 6 the isotope ratios R 2 and R 3 have the following meanings and have to be calculated from the respective measured intensity (voltage) ratios U i /U 1 and the calibration factors K 2 and K 3 : The calibration factors K 2 and K 3 were determined via the gravimetrically prepared synthetic isotope mixtures [4]. The according analytical and numerical solutions are described in detail in the supplement S3.
In short: From the six biased intensity ratios measured in the 10 parent materials and at least one ratio from each of two binary isotope mixtures plus the respective masses, the calibration factors K can be calculated straight forward. Since the set of equations describing the experimental approach with three parent materials A, B, and C and the three binary mixtures AB, AC, and 15 BC is mathematically over-determined, twelve completely equivalent solutions are available (see ESI, section S3). Due to tiny experimental imperfections these mathematical solutions yield slightly different results. Figs. 6a and 6b show typical calibration factors from the second out of nine measurement 20 sequences performed at PTB. All results are consistent (not significantly different) within their associated uncertainties. Therefore, they have to be considered as equal within the limits of their uncertainties. For this reason, a single option can be selected arbitrarily. The most reasonable 30 option is the one with the lowest uncertainty and therefore the highest reliability. In case of K 2 (Fig. 6a) options 01, 02, 05, and 06 seem to be the most promising choices. In case of K 3 (Fig. 6b ) the options 02, 04, 10, and 12 exhibit the smallest uncertainties. Therefore, 02 as the only option with small 40 uncertainties associated with both K 2 and K 3 was chosen. This result does not come as a surprise, because option 02 relies on the intensity ratio 25 Mg/ 24 Mg in the mixture AB prepared from " 25 Mg" and " 24 Mg" and on the intensity ratio 26 Mg/ 24 Mg in the mixture AC prepared from " 26 Mg" and " 24 Mg". Both mixtures 45 were prepared in a way to adjust these two ratios close to unity with all the beneficial impact on the uncertainties associated with the intensity ratios. The comprehensive uncertainty analysis has identified these two ratios as the most important input quantities (with comparatively large sensitivity coefficients), which is the 50 reason why option 02 yields the smallest overall uncertainty. The analytical and the numerical solutions yield exactly the same results and (at least in this case of excellent convergence) also exactly the same associated uncertainties. The analytical solution has the advantage of more compact calculations (especially in 55 case of the uncertainty estimation) and the SI traceability of the result can be claimed and demonstrated easier from the single equation than from the recursive algorithms.
Uncertainty Budgets
Since analytical equations are used to determine the K-factors, the 60 equations can easily be used to calculate the uncertainty of the resulting calibration and the isotope ratio determinations.
Characterization of IRM Candidates
The whole setup was designed such that each set of solutions contains a full set of calibration solutions and a full set of 65 candidate materials as well. Thus, each measurement sequence conducted at each of the partner laboratories out on a full set of solutions yielded independent results for the candidate materials (see section 3.3). Those results for one sequence (BAM, third sequence measured using calibration solutions "24"+"25"-1b, 70 "24"+"26"-1b and "25"+"26"-1b) are exemplary listed in Table 7 . All such data for all sequences measured in all laboratories are compiled in Table S7 to S9 in the electronic supplement. The values from these tables in the supplement are shown in Fig. 7 . All those resources ( Table 7 , Table S7 to S9 in 75 the supplement, and Fig. 7) contain the expanded uncertainties for all data (k = 2), which are based on evaluations of the full 1  2  3  4  5  6  7  8  9  10  11  12  13  14  15  16  17  18  19  20  21  22  23  24  25  26  27  28  29  30  31  32  33  34  35  36  37  38  39  40  41  42  43  44  45  46  47  48  49  50  51  52  53  54  55  56  57  58  59  60 uncertainty budgets using GUM Workbench for each sequence. Table 7 Results for the Mg IRM candidates from one measurement sequence (BAM, sequence 3 using calibration solutions "24"+"25"-1b, "24"+"26"-1b and "25"+"26"-1b), and expanded uncertainties (k = 2). 
Discussion
Final Results for the Three Candidate Materials
The final values (Fig. 7 , Table 8 ) for each quantity are obtained by calculating the arithmetic mean not from the laboratory means but from the individual results for each measured sequence (Fig. 7) . The associated measurement uncertainties are calculated 10 as the mean of the individual measurement uncertainties (Eqn. 9) plus the standard deviation of the mean of all individual results (Eqn. 10). 1  2  3  4  5  6  7  8  9  10  11  12  13  14  15  16  17  18  19  20  21  22  23  24  25  26  27  28  29  30  31  32  33  34  35  36  37  38  39  40  41  42  43  44  45  46  47  48  49  50  51  52  53  54  55  56  57  58  59  60 Journal of Analytical Atomic Spectrometry 
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However, it turned out that between 1 and 7 individual results are metrologically not compatible with the mean value, which means their normalized error, E n (Eqn. 11), is larger than 1. The conclusion is that either the uncertainties of the individual results or the uncertainty of the mean value, or both are underestimated. 10 Reasons for that might be that the measured isotope ratios contain some assumptions based on separate measurements such as the blank correction or the absence of interferences. Although these measurement based assumptions nearly reflect the real conditions, there might be some cases where a tiny 15 underestimation occurs, which gets visible when working with relative measurement uncertainties at the 0.005 % level. 20 Based on the work by Kessel et al. we added an additional uncertainty contribution in order to establish the metrological compatibility of the results [31] . As the uncertainties of the individual results are carefully calculated and the agreement of the individual results is rather good (although not perfect), we 25 added the additional uncertainty contribution to the mean value and not to the individual values. This additional uncertainty contribution was estimated such, that 95 % (21) of the 22 individual results show normalized errors equal to or less than 1. For the n( 25 Mg)/n( 24 Mg) ratios the additional uncertainty 30 contribution typically is equal to or less than the combined standard uncertainty of the mean value. In the case of the n( 26 Mg)/n( 24 Mg) ratio the additional uncertainty contribution ranges between the one-and twofold of the combined standard uncertainty of the mean value. This is in agreement with the fact 35 that the n( 26 Mg)/n( 24 Mg) ratio measurement is more severely impeded by mass discrimination and by potential molecular interferences compared to the n( 25 Mg)/n( 24 Mg) ratio measurement. The isotopic compositions of all three candidate materials (Table 9 ) are within the natural isotope variation [30] . All three 45 materials show isotopic compositions which are close together with a maximum spread of 1.6 ‰ for the n( 26 Mg)/n( 24 Mg) ratio. Candidate ERM-AE143 is isotopically heavier, i.e. higher atomic weight, than ERM-AE145 and ERM-AE144 with ERM-AE144 showing the lowest atomic weight. Usually, one might expect the 50 atomic weight of ERM-AE145 to be lower than those of ERM-AE144, from which it is prepared by HV-sublimation typically leading to lighter isotopic composition due to isotopic fractionation, but actually it is the other way round. The reason is that in the beginning of the sublimation process the first and 55 lightest Mg fraction escapes through the hole in the glassy carbon lid and condenses at the copper cooling block above (for details on the sublimation apparatus see Ref.
[4]). Therefore, the lightest Mg fraction is lost, while all subsequent fractions being heavier in their isotopic composition are condensed at the glassy carbon 60 lid. Considering a nearly quantitative recovery, it is obvious that the collected sublimate Mg is isotopically heavier than the starting material. The relative expanded uncertainties for the isotope amount ratios in the three candidate materials range from 0.013 % to 0.017 % For the case of the atomic weights the relative expanded uncertainties are ≤ 0.0003 %. Thus the project's target uncertainty of 0.05 % for the isotope amount ratios has been underrun at least by a factor of 2. Moreover, the standard uncertainty for the isotope amount ratios is at the same level (≈ 0.1 ‰) as the 5 precision of delta measurements observed for standard measurements and reported from geochemical applications [32, 33] . To the knowledge of the authors this is the first time that absolute isotope ratios, i.e. isotope amount ratios, were determined with associated standard uncertainties being at the 10 same level as the precision of delta measurements reported as 2sd.
The most important contributions to the uncertainty associated with the isotope amount ratios n( 25 Mg)/n( 24 Mg) and n( 26 Mg)/n( 24 Mg) determined in an individual measurement 15 sequence are displayed in Fig. 8 . It is obvious that nearly two thirds of the measurement uncertainty is due to the uncertainty contributions from the masses of the isotopically enriched Mg materials in the calibration mixtures, which were introduced during the preparation of the calibration solutions in the first part 20 of the project. These contributions themselves are dominated by the uncertainty contributions of the weighing and of the purity statement [4] . The third largest contribution is the measured intensity ratio in the calibration mixture and only in fourth place comes the measured intensity ratio of the candidate material. This 25 clearly shows, that a reduction of the final uncertainty is only possible, when the weighing procedure and the purity assessment is improved. An improvement of the ion intensity ratio measurement is only of secondary importance. It has to be noted here that the measurement uncertainty 30 represented in Fig. 8 is not the final uncertainty, it is the uncertainty of one out of 22 individual measurement sequences, which are combined to result in the final value (see section 4.4). The expanded measurement uncertainties in Fig. 7 are 0.000 010 mol/mol for n( 25 Mg)/n( 24 Mg) and 0.000 012 mol/mol 35 for n( 26 Mg)/n( 24 Mg), which are increased by a factor between 1.4 and 1.7 when all individual results are combined ( Table 8 ).
Choice of Material for IRM
Candidate ERM-AE143 offers an atomic weight very close to the certified value of NIST SRM 980; both atomic weights agree 40 within their limits of uncertainty. This close agreement in the isotopic composition makes ERM-AE143 well suited as a replacement material of NIST SRM 980. Additionally, the raw material is excellently characterized concerning its purity. [34] . The candidates ERM-AE144 and -AE145 will serve as primary materials defining the scale span. The three materials will become available in 2016/2017 via BAM. For this it is necessary to replace the theoretical delta values by 60 measured delta values, which will be carried out in an upcoming project. 3  4  5  6  7  8  9  10  11  12  13  14  15  16  17  18  19  20  21  22  23  24  25  26  27  28  29  30  31  32  33  34  35  36  37  38  39  40  41  42  43  44  45  46  47  48  49  50  51  52  53  54  55  56  57  58  59  60 converted into the power law published by Zindler and Hart [36] ; thus only the latter was used. The exponential law according to Zindler and Hart [36] sometimes is denoted to as Russel's law [37] . 5 Fig. 9 Relative deviations of the K factors for the isotope ratio 26 Mg/ 24 Mg calculated from the K factor 25 Mg/ 24 Mg (determined experimentally via gravimetric mixtures) using the linear law 1 (red circle), the linear law 2 (black square), the power law (blue triangle), the Rayleigh law (green diamonds) and the exponential law (magenta line) from the reference value determined using the isotopic mixtures (dashed black line). While the linear lwa 1 and the power law show negative deviations from the reference, the linear law 1, the Rayleigh law and the exponential law cause positive deviations, with the exponential law showing the smallest absolute deviations. However, no calculated result equals the reference value. 10 Detailed information on the individual fractionation laws are given in the electronic supplement in section S5. The deviation of the so calculated K-factors obtained via fractionation laws from the K-factor K 3-02 ( 26 Mg/ 24 Mg) obtained from the synthetic isotope mixtures is significant ( Fig. 9 , 15 Table S9, ES), especially when considering at which precision level isotope data currently are interpreted: The application of the linear law 1 results in a negative bias between -7 ‰ and -9 ‰, while the application of the linear law 2 results in a positive bias between +1.7 ‰ and +2.6 ‰. The power law causes a negative 20 bias between -1.9 ‰ and -2.8 ‰, while the Rayleigh law causes a positive bias of the same extent between +1.8 ‰ and +2.4 ‰.
Considerations on the Mass Discrimination Coefficient and the Validity of Fractionation Laws
Only the application of the exponential law is capable of producing a bias significantly below the 1 ‰ level (0.1 ‰ to 0.7 ‰). None of the applied fractionation laws yields a produced 25 K-factor, which agrees with the reference value obtained from the synthetic isotope mixtures within the stated uncertainties. It has to be stressed here that these biases only apply for ICPMS measurements, but not necessarily other mass spectrometric techniques such as TIMS. And it is obvious that these 30 fractionation laws do not accurately describe the mass discrimination of an ICPMS instrument, and therefore should not be used for isotope analysis unless conventional methods are applied, as is the case for e.g. radiogenic 87 Sr/ 86 Sr applications or delta measurements combined with the double-spike technique. 35 Even in this case, the exponential law should be favoured over the others. In all cases, it has to be stated clearly, which fractionation law has been applied and all necessary data should be provided to enable conversion calculations. The observed bias for the different fractionation law is no 40 evidence for mass-independent fractionation in the ICPMS instrument, especially as the bias decreases from the linear to the exponential law. Even after improving the mathematical relation between isotope mass and K-factor, there are still small, isotopeindependent contributions present such as amplifier gain 1  2  3  4  5  6  7  8  9  10  11  12  13  14  15  16  17  18  19  20  21  22  23  24  25  26  27  28  29  30  31  32  33  34  35  36  37  38  39  40  41  42  43  44  45  46  47  48  49  50  51  52  53  54  55  56  57  58  59  60 data presented here unfortunately cannot be used for refining the fractionation laws or setting up discrimination laws for ICPMS as Mg offers too few isotope ratios. However, precise and accurate data for Mg are now available for future considerations, which describe the mass discrimination for Mg in ICPMS and how good 5 current fractionation laws model these effects.
Comparison with other measurements
Over the decades only very few measurements of absolute isotope ratios were carried out, mainly caused by the huge workload. To date only the works of White and Cameron [38] , 10 Catanzaro et al. [39] and Bizzarro et al. [40] are known, which all have been rated as best measurement by IUPAC, whereby the work of Bizzarro et al. represents the current best measurement [41] . White and Cameron [38] distilled Mg into the ion source where Mg vapour was ionized by electron impact. The mass 15 spectrometer developed by A. O. C. Nier was not calibrated, as the measurements took place before he invented the calibration principle in 1950 [5] . Also mass fractionation was not corrected for but partially considered in the uncertainty of 1 % for the isotope abundances (Table 11) . 20 At this time, 1948, this approach was quite reasonable, confirmed by the fact that the so obtained Mg atomic weight still agrees with later determinations when assuming an uncertainty of 1 in the fourth digit. In 1966 Catanzaro et al. [39] performed the first calibrated measurement for Mg isotope ratios using 24 Mg and 25 26 Mg enriched materials for preparing the synthetic isotope mixtures and applying TIMS as the mass spectrometric technique. According to current IUPAC definitions, this cannot be considered a fully calibrated measurement, as only 2 out of 3 isotopes were calibrated. Catanzaro et al. [39] obtained highly 30 accurate results (Table 11 ), which on one hand confirmed the data obtained by White and Cameron [38] and on the other hand provided a highly accurate atomic weight and isotopic composition of Mg for the next four decades. As already discussed, upcoming heterogeneity issues of NIST 35 SRM 980 made it necessary to provide new Mg isotope reference materials offering absolute Mg isotope ratios. In 2011 Bizzarro et al. [40] published absolute Mg isotope ratios which have been obtained by using a 26 Mg- 24 Mg double spike technique and multicollector ICPMS with a high mass resolution capability. 40 These author's stated uncertainties are by a factor of 5 to 8 lower than those from Catanzaro et al [39] . As a consequence of the double-spike approach Bizzarro et al.
45 [40] assumed that mass fractionation laws could describe the instrumental mass fractionation / mass discrimination and stated themselves that in the case this assumption would not hold true the 25 Mg/ 24 Mg ratio could in the worst case (kinetic fractionation process) be biased by up to 1 ‰; the 26 Mg/ 24 Mg would be not 50 affected due to the direct calibration via the 26 Mg- 24 Mg double spike. In section 4.3 it was shown that current fractionation laws cannot fully describe the mass fractionation / discrimination in an ICPMS; even the best approach shows a bias of approximately 55 0.4 ‰. Therefore, the absolute 25 Mg/ 24 Mg ratio provided by Bizzarro et al. [36] and consequently the derived data (isotope amount fractions, atomic weight) are assumed to show a small although significant bias which is not covered by the uncertainty. Further issues supporting this statement have already been 60 discussed in Ref.
[4]. The Mg atomic weight published by Bizzarro et al. [40] represents a significantly heavier isotopic composition than those published by Catanzaro et al. [39] (Table 11 ). Typically, high purity magnesium metal such as those presumably used by 65 Catanzaro et al. [39] but also in this work, show lighter isotopic composition due to the purification process than mantle derived minerals such as the J12 olivine analysed by Bizzarro et al. [36] . Samples such as the J12 olivine, however, are important as well as they may serve as secondary standards for quality control, 70 when properly characterized. The data obtained in this work (Tables 9 and 11) were fully calibrated by means of three synthetic isotope mixtures, which have been prepared from isotopically enriched materials " 24 Mg", " 25 Mg" and " 26 Mg", each featuring complete purity statements 75 [4] . No a priori assumptions have been made and therefore an ab initio calibration has been established. Moreover, the synthetic isotope mixtures have been produced in three replicates and measurements have been carried out at three institutes applying multicollector ICPMS. Therefore, real 80 reproducibility (different laboratories) is included in the uncertainty budget confirming the independence of our results from place and time.
The atomic weight and the isotopic composition of Mg obtained in this work agrees well with the data published by Catanzaro 85 et al. [39] and those published by White and Cameron [38] . It does not agree with those published by Bizzarro et al [40] . The obtained measurement uncertainties in this work are a factor of 6 lower than those obtained by Catanzaro et al. [39] and are on the same level as those published by Bizzarro et al. [40] , although it 90 Page 17 of 20 Journal of Analytical Atomic Spectrometry   1  2  3  4  5  6  7  8  9  10  11  12  13  14  15  16  17  18  19  20  21  22  23  24  25  26  27  28  29  30  31  32  33  34  35  36  37  38  39  40  41  42  43  44  45  46  47  48  49  50  51  52  53  54  55  56  57  58  59  60 has to be noted that the uncertainty in this work already includes the reproducibility of different laboratories and different calibration mixtures.
Conclusions
Using the synthetic isotope mixtures prepared from isotopically 5 enriched and purified Mg materials as described in [4], three multicollector ICPMS instruments were fully calibrated. No a priori assumptions were made, all influencing quantities were determined. Applying this ab initio calibration the Mg isotopic compositions of three candidate isotope reference materials were 10 determined. A set of three candidate reference materials were characterized with candidate ERM-AE143 being nearly identical to NIST SRM 980 in terms of its Mg isotopic composition. The candidates ERM-AE144 and -AE145 are isotopically lighter than ERM-AE143 by approximately -1.6 ‰ and -1.3 ‰. Together 15 with ERM-AE143 for the first time a set of Mg isotope reference materials will become available, which span a range of Mg isotope compositions of approximately 1.6 ‰.
The combined uncertainties of a single measurement sequence are dominated by the weighing data and the purity statement of 20 the isotopically enriched materials used for the synthetic isotope mixtures. When combining all individual measurement sequences, the reproducibility of the results contributes significantly and increases the overall uncertainty by a factor of ≤ 1.5 for the isotope ratio R( 25 Mg/ 24 Mg) and by a factor of ≤ 2 for 25 the isotope ratio R( 26 Mg/ 24 Mg). The final relative standard uncertainties are ≤ 0.1 ‰ for the isotope ratio R( 25 Mg/ 24 Mg) and ≤ 0.16 ‰ for the isotope ratio R( 26 Mg/ 24 Mg) and thus are at the level of current delta measurements. With these uncertainties, the project's target 30 uncertainty of < 0.5 ‰ (relative, k = 2) for the magnesium isotope reference material has been achieved. The measurement results presented in this work are superior in quality to the current best measurement as listed by IUPAC [41] , because the mass spectrometers were fully calibrated and the 35 reproducibility of the measurements were demonstrated. Furthermore, the current best measurement was obtained by a double-spike technique applying assumptions which are not valid for absolute isotope measurements as demonstrated in this work. Therefore, we advise to replace the current best measurement by Three different MC-ICPMS were calibrated by means of synthetic isotope mixtures to enable absolute Mg isotope ratios for characterizing the isotope reference materials ERM-AE143, -AE144 and -AE145 with expanded uncertainties of ≤ 0.15 ‰. 1  2  3  4  5  6  7  8  9  10  11  12  13  14  15  16  17  18  19  20  21  22  23  24  25  26  27  28  29  30  31  32  33  34  35  36  37  38  39  40  41  42  43  44  45  46  47  48  49  50  51  52  53  54  55  56  57  58  59  60 
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